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Date ofissue ofthe report

2022 oa 09 cap 29 e.uep 2022 oa l0 cap 24 eAep 2022 on l0 cap 25 e4ep

0

,(rzrcuIn
Jlyraap
Sample
number
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Method of analysis
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Test parameter, unit
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Test specification,
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Test results

633

EHXAY-uI $apruaxoueft-
Oxytetracycline inj

Oxytetracycline-HH rnp3n I,Inopae I,Lnepcsu

EHXAY-urn r[aprr.raxonefi -

Oxytetracycline inj
Oxytetracycline-brH x3Mx99 90.0-r r0.0% 105.67

EHXAY-uIn @aprrlaronefi -

Oxytetracycline inj
Xrxur xscr[fiH x9Mx3o Hgrsu xrrr Hyaon.q y33r'A3x xlrxrr xgcgr

axuraargaaryfi
EHXAY-uN Sapuaronei-
Oxytetracycline inj

faaaaa 6afillaa
Eop urapran

earersfi, ur{Hron
Eop urapraa euror:fi, I
TOCOpXOT rur.rH13H

EHXAY-uu Qapr'laronefi -

Oxytetracycline inj
pH 8.00-10.00 9. l3

EHXAY-u s Qaprrlaronefi -

Oxytetracycline inj
Xynrfiu xuu 1 .1 040- 1 .2040 t.t77

EHXAY-un $aprrraronefi -

Oxytetracycline inj
CagrarrrrH x3Mx33,MJr > 100 100

EHXAY-srn Qapuaxonefi-
Oxytetracycline inj

Apnyu vanap Apr.ryH Apr.ryrr
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